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SECTION Ae GENERAL 
A-1l. Index of Publications 


Refer to the latest issue of DA Pam 310-4 to determine whether 
there are new editions, changes, or additional publications pertaining 
to the equipment. Department of the Army Pamphlet No. 310-4 is a 
current index of technical manuals, technical bulletins, supply 
manuals, (types 7, 8, and 9), supply bulletins, lubrication orders, 
and modification work orders available through publication supply 
channels. The index lists the individual parts (-10, -20, -35P, etc) 
and the latest changes to and revisions of each equipment publication. 


A-2. Forms and Records 


ae Reports of Maintenance and Unsatisfactory Equipment. Use 


equipment forms and records in accordance with instructions in 


™ 38-750. 


be Report of Damaged or Improper Shipment. Fill out and forward 
DD Form Z (Report of Damaged or Improper Shipment) as prescribed in 
AR 700-58 (Army), NAVSANDA Publication 378 (Navy), and AFR 71-4 
(Air Force). 


ce Reporting of Equipment Manual Improvements. The direct 


reporting of errors, omissions, and recommendations for improving 

this equipment manual by the individual user is authorized and 
encouraged. DA Form 2028 will be used for reporting these improvements. 
This form may be completed by using pencil, pen, or typewriter. DA 
Form 2028 will be completed by the individual using the manual and 
forwarded direct to Commanding Officer, U. S. Army Electronics 

Command, ATIN: AMSEL-MR-NMP-AD, Fort Monmouth, New Jersey 07703. 
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SECTION 

OPERATION 


1. FUNCTIONAL OPERATION. 


Digital Readout Electronic Counter AN/USM- 207 
is a portable electronic counter providing direct- 
reading indication of frequency and period of a cyclic 
electrical signal, the frequency ratio between two 
signals, and the time interval between two points on 
two signals or on the same signal, and the total num- 
ber of electrical impulses. The counter also pro- 
vides various standard frequency outputs and signals 
having frequencies equal to an input frequency divided 
(or scaled) by known factors. 

The counter consists primarily of circuits which 
generate accurate timing signals of various durations, 
a series of electronic counting units, a gate for con- 
trolling the counting time, and frequency multiplying 
circuits and mixer for heterodyne frequency mea- 
surement. The controlling signals for the gate, tim- 
ing, and counting circuits can be derived from various 
external sources, and the circuits are interconnected 
in various ways to permit the instrument to make a 
wide variety of time, frequency, and ratio 
measurements. 

The counter also contains amplifiers to increase 
the magnitude and to shape the incoming count and 
control signals, an oscillator and multiplier to gen- 
erate the timing signals, a chain of dividers to per- 
mit variations in count and control signal rates, dis- 
play circuits for controlling the readout indications, 
and necessary power supplies. 
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{-2. PREPARATION FOR USE. 


Before attempting to operate the counter, famil- 
iarize yourself with the function of all the front and 
rear panel controls and connectors, as referenced in 
paragraph I--5 read the operating precautions given 
in paragraph i -@ and the operating suggestions in 
paragraph §-5 Then refer to table /-3 for the ini- 
tial turn-on and operating procedure. 


1-3. DESCRIPTION OF CONTROLS, CON- 
NECTORS, AND INDICATORS. 


The controls, connectors, and indicator of the 
counter which are normally used by the operator are 
shown in figures 3-1 and 3-2 and are described in 
table 3-2. The numbers on the figure relate each 
item to the descriptive text in table 3-2 and do not 
indicate a preferred order of operation. 


1-4. OPERATING PRECAUTIONS. 


To prevent damage when connecting signals to 
the BNC connectors on the counter be sure that the 
amplitudes of the voltages do not exceed the values 
listed in the last cdlumn of table t=1. To obtain 
rated accuracy listed in Taw-se015-700-4§ the mini- 
mum input voltage must be as specified in that tm 
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Figure #-4. Counter Front Panel Controls, Connectors, and Indicators 
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TABLE 1. VOLTAGE INPUTS 


CONNECTOR MINIMUM INPUT MAXIMUM SAFE VOLTAGE 


0. 1 volt rms a. +600 volts peak. 


FREQ.A 


300 volts rms from 1.0 cps to 10 mc, 
except 150 volts rms when SENSITIVITY 
switch is set to the .1 position. 


100 volts rms from 10 mc to 100 mc. 


27 
23 


B, AC and 0. 1 volt rms 


Cc, AC 


+600 volts peak. 


b. 425 volts rms, except 150 volts rms when 
MULTIPLIER switch is set to the .1 
position. 


26 
21 


0.1 volt rms 


+600 volts peak, except +210 volts peak when 
MULTIPLIER switch is set to the .1 position. 


B, DC and 
Cc, DC 


Note 


When mode selector switch is set to COM, whichever position of the B or C MULTI- 
PLIER switches is lower determines the maximum allowable voltage applied to 
either of the B connectors; i.e., if B MULTIPLIER switch is set to 1 anc C MULTI- 
PLIER switch is set to .1 the maximum allowable input to the B, AC connector is 
150 volts rms and to the B, DC connector is 210 volts peak. 


Converter 0.01 volt rms a. +600 volts peak. 


INPUT 10 volts rms with both attenuator switches 


set to the right; 2 volts rms with one attenu- 
ator set to the right and one set to the left; 
0.3 volt rms with both attenuator switches 
set to the left. 


100 KC OR 0.5 volt rms 


1 MC INPUT 


+600 volts peak. 


b. 10 volts rms. 


TABLE !-2. DESCRIPTION OF OPERATING CONTROLS, CONNECTORS, AND INDICATORS 


FIGURE {| INDEX 


NO. NO. DESCRIPTION AND FUNCTION 


FREQ.A input connector. Accepts an external signal for frequency and frequency-ratio 
measurements, for totalizing, and for obtaining scaled outputs at STD FREQ OR SCALE 
OUT connector when FUNCTION switch is set to SCALE A. 


SENSITIVITY switch. Selects source of input signal in frequency, frequency ratio 


(numerator) and totalizing modes of cperation. In positions .1 V through 100 V, the 
input signal connected to the FREQ.A input connector is attenuated in decade steps, and 
applied to the channel A. Maximum attenuation is obtained in the 100 V position; mini- 
mum rms voltage that triggers the counter is equal to the switch-position marking (.1 V, 
1 V, 10 V, 100 V). In PLUG-IN position, the input signal connected to the converter 
INPUT connector is routed through the converter to channel A. In FREQ.C position, the 
input signal connected to either the C AC or C DC connector (separate mode) or B DC 

or B AC connector (common mode) is applied to channel C and counted. In TEST posi- 
tion, self-test of the counter is performed. 
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TABLE }--2. (Continued) 


DESCRIPTION AND FUNCTION 


Digital display. Indicates numerical results of measurement with automatically posi- 
tioned decimal point, and includes an annunicator that indicates units of measurement 
(uS, MS, SEC, MC, and KC). 


LEVEL METER. Indicates in green area when level of signal applied to the converter 
INPUT connector is sufficient to provide a valid digital readout. Indicates in red area 
when input signal level is questionable, is incorrectly attenuated by settings of attenua- 
tor switches, or if mixing frequency selector switch is set to a position that provides an 
invalid digital readout. 


DIRECT-HETERODYNE switch. Selects routing of signal connected to the converter 
INPUT connector. When set to DIRECT, signal is measured directly, and the sensi- 
tivity of the counter for signals between 35 mc and 100 mc is increased to 0.01 volt. 
When set to HETERODYNE, signal is mixed with frequency selected by the mixing fre- 
quency selector. switch. 


Mixing frequency selector switch. Selects mixing frequency of 100, 150, 200, 250, 300, 
350, 400, 450 or 500 mc in electronic frequency converter for heterodyne frequency 
measurement. Operates with LEVEL METER. 


(-1 vi Converter attenuator switches. When both switches are set to the left, signal input to 
and converter INPUT connector for heterodyne frequency measurement should not exceed 
8 0.3 volt rms. When upper switch is set to left and lower switch is set to the right, the 


signal input should not exceed 2 volts rms. When both switches are set to the right, sig- 
nal input should not exceed 10 volts rms. Maximum attenuation occurs when switches 
are both set to right; minimum attenuation occurs when both switches are set to the left. 


j-1 9 Converter INPUT connector. Accepts an external signal (85 mc to 500 mc) for hetero- 
dyne frequency measurement, or an external signal of 35 mc to 100 mc for direct fre- 
quency measurement, for frequency ratio measurement, for totalizing, and for scaling. 


To measure the input signal applied to this connector, SENSITIVITY switch must be set 
to PLUG-IN. 


—o 
q 
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10 | Thumbscrew. Fastens electronic frequency converter to counter. 


§-1 11 POWER switch. When set to OFF by first depressing the PUSH button, all power is 
removed from the counter circuits. When set to STBY, power is applied to the radio 
frequency oscillator only. When set to TRACK, power is applied to all counter circuits 
and the digital display shows a continuous display of the changing count. When set to 
STORE, power is applied to all counter circuits and the digital display remains constant 
during the count and changes only when the final count changes after any gate period. 


i-1 POWER lamp (red). Indicates application of 115-volt ac power to counter when POWER 
switch is set to STBY, TRACK, or STORE. 

'-1 PUSH button and bar. When button is depressed, POWER switch can be set to OFF. 
The bar ensures that power is not unintentionally removed. 

'-1 OVEN lamp (yellow). Indicates that crystal oven heater in radio frequency oscillator is 
energized when POWER switch is set to STBY, TRACK, or STORE. 

t-1 15 DISPLAY control. Increases length of time that count is displayed as control is rotated 


from the MIN. position clockwise. The measurement automatically recycles after the 
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TABLE ?~2. (Continued) 
DESCRIPTION AND FUNCTION 


display time. When switched to the extreme clockwise © position, the count is displayed 
until RESET switch is pushed. The DISPLAY control is not effective in totalizing operation: 


RESET switch. Permits manual reset of count to zero and start of a new count. 


green). Lights when count gate is openand electrical impulses can be counted. 


GATE lamp 


STD FREQ OUT switch (red). Selects standard frequency output (10-1, 1, 10, 102, 103, 
104, 105, 106, and 107 cps) that appears at STD FREQ OR SCALE OUT connector when 
FUNCTION switch is set to TIME Be©C, FREQ, MAN STOP, or MAN START. 


Time base switch (black). 


a. Selects CLOCK FREQ (1, 10, 102, 103, 104, 105, 108, and 107 cps) that is counted 
in period and time-interval measurement; 10-1 and 10% switch positions are not used. 


b. Selects GATE TIME for frequency measurements; the reciprocal of the number 
listed on the switch scale is the gate time in seconds that is selected as follows: 


SWITCH POSITION 


SEC-1 SCALE) GATE TIME 


107! 10 seconds 

1 1 second 

10 100 milliseconds 
102 10 milliseconds 
103 1 millisecond 

104 100 microseconds 
10° 10 microseconds 
10° 1 microsecond 
107 and 108 Not used 


c. Selects SCALER RATIO of 10, 102, 10°, 104, 10°, 10°, 107 and 108 by which fre- 
quency of signal applied to FREQ.A input connector is divided when FUNCTION 
switch is set to SCALE A. (10~* and 1 positions are not used. ) Scaled signal is 
available at STD FREQ OR SCALE OUT connector. 


d. Selects frequency ratio measurement when set to the 108 position and with the FUNC- 
TION switch set to 1, 10, 104, 103, 104 and 10°. 


The time base switch in conjunction with the FUNCTION switch position selects the unit 
of measurement and decimal point that are displayed in frequency, period, and time- 
interval measurements. 


FUNCTION switch. Selects measurement or scaling mode of operation in conjunction 
with positions of SENSITIVITY switch and time base switch as follows: 


FUNCTION TIME BASE SENSITIVITY MEASUREMENT OR 
SWITCH POSITION | SWITCH POSITION | SWITCH POSITION SCALING MODE 


PERIOD CLOCK FREQ Period of input B 
BxM (CPS) signal. 
105 104 thru 107 

10° thru 107 


10? thru 107 
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FUNCTION 
SWITCH POSITION 


PERIOD 
BxM 


102 
10 
1 


PERIOD BxM 
105, 104, 103, 
102, 10, 1 


TIME B-eC 


SCALE A 


MAN START 
MAN STOP 


FREQ 
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DESCRIPTION AND FUNCTION 


TIME BASE 
SWITCH POSITION 


CLOCK FREQ 
(CPS) 

10 thru 107 

1 thru 107 

1 thru 107 
RATIO £xM 
(108 position) 


CLOCK FREQ 
(CPS) 


1 thru 107 


108 


SCALER RATIO 
10 thru 108 


GATE TIME 
(SEC-1) 


10-1 thru 106 


SENSITIVITY 
SWITCH POSITION 


100 V, 10 V, 1 V, 
or.1V 


100 Vv, 10 V, 1V, 
or .1V 


PLUG-IN 


FREQ. C 


100 V, 10 V, 1V, 
or .1V 


PLUG-IN 


100 Vv, 10 Vv, 1 V, 
or.1V 


TEST 


Table 
(-2 


MEASUREMENT OR 
SCALING MODE 


Period of input B 
signal. 


Ratio of signal A fre- 
quency to signal B 
frequency. 


Ratio of converter 
input signal frequency 
to signal B frequency. 


Ratio of signal C fre- 
quency to signal B 
frequency. 


Time interval from 
input B to input C. 


Number of input A 
pulses between B and 
C inputs (time interval 
with external clock). 


Scale signal A 
frequency. 


Scale converter input- 
signal frequency. 


Scale signal C 
frequency. 


Start and stop signal 
C totalizing. 


Start and stop signal 
A totalizing. 


Start and stop con- 
verter input- signal 
totalizing. 


Frequency of input A 
signal. 


Self-test; measures 
10-mc test signal. 


I 


I~ 


Table 
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FIGURE 
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FUNCTION TIME BASE SENSITIVITY MEASUREMENT OR 
SWITCH POSITION | SWITCH POSITION | SWITCH POSITION SCALING MODE 


GATE TIME Frequency measure- 

(SEC-1) ment of signal applied 

1071 thru 108 to converter INPUT 
connector. 


Frequency measure- 
ment of signal applied 
to input B or C 
connector. 


Channel C DC connector. Accepts an external signal for frequency measurement, 
frequency-ratio measurement, totalizing, or scaling. When the mode selector switch is 
set to SEP, the signal applied to this receptacle is coupled directly to channel C. For 
pulsating dc signals the dc level is added to the ac level to provide the exact triggering 
point; i.e., if the ac signal is riding on a 3-volt dc level, then subtract 3 volts from the 
product of the settings of the C TRIGGER VOLTS control and C MULTIPLIER switch to 
determine the ac component of the input C trigger level. 


Channel C MULTIPLIER switch (black): Selects multiplier for setting of channel C TRIG- 
GER VOLTS control. Switch position is the number (.1, .3, 1, 3, 10, 30, 100) which is 
under the number ''0" of the scale of the channel C TRIGGER VOLTS control. Maximum 
signal attenuation is obtained with the MULTIPLIER switch set to 100; this position 
should be used first when the C (or B if mode selector switch is set to COM) input signal 
is of an unknown amplitude. To determine the exact amplitude that will trigger channel 
C, multiply the setting of the C TRIGGER VOLTS control by the setting of the C MULTI- 
PLIER switch. 


In operation with a sine-wave input, the MULTIPLIER switch is set as follows: 


INPUT VOLTS SWITCH INPUT VOLTS SWITCH 
SETTING (RMS) SETTING 


10 to 30 
30 to 100 
100 to 425 


Channel C AC connector. Accepts an external signal for frequency measurement, 
frequency-ratio measurement, totalizing, or for scaling. When the mode selector switch 
is set to SEP, the signal applied to this connector is capacity coupled to channel C. 


Channel C TRIGGER VOLTS control (red), Selects any voltage from +6 volts to -6 volts 
which when multiplied by the setting of C MULTIPLIER switch determines the exact trig- 
gering point of the channel C input signal. When the control is set to zero, the triggering 
point is the zero voltage point. 
a ee 


Mode selector switch. In SEP (separate) position, connects input C signal to channel C. 
In COM (common) position, connects input B signal to channel C. 


Channel B DC connector. Accepts an external signal for period, frequency-ratio, and 
time-interval measurements. In frequency-ratio measurement, the frequency of the 
signal serves as the denominator; in time-interval measurement, the signal serves as 
the start signal and when the mode selector switch is set to COM, also serves as the 
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FIGURE 
NO. 


INDEX 


NO. DESCRIPTION AND FUNCTION 


1-1 26 stop signal. Provides direct coupling to all signals. When connected to pulsating dc 
(cont) | signals, the dc level is added to the ac level to provide the exact triggering point; i.e. , 
if the ac signal is riding on a 3-volt dc level, then subtract 3 volts from the product of 
the B TRIGGER VOLTS and B MULTIPLIER settings to determine the ac component of 
the trigger level. 


Channel B AC connector. Accepts an external signal for period, frequency-ratio, and 
time-interval measurements. In frequency-ratio measurement, the frequency of the 
signal serves as the denominator; in time-interval measurement, the signal serves as 
the start signal and when the mode selector switch is set to COM, also serves as the 
stop signal. This connector provides capacitive fe eee Peo icee Ce ees = 


f-1 28 Channel B TRIGGER VOLTS control (red). Selects any voltage point from +6 volts to 
-6 volts which when multiplied by the setting of the channel B MULTIPLIER control 
determines the exact triggering point of the channel B input signal. When set to zero, 
the fe = ifs SE eerie Bonne wil be erro woliage POM oe point will be the zero voltage point. 


10, 30, 100) which is under the number "0" of the scale of the channel B TRIGGER 
VOLTS control. Maximum signal attenuation is obtained with the MULTIPLIER switch 
set to 100; this position should be used first for unknown-amplitude signals. The switch 
position number is the minimum rms amplitude of the signal applied to the channel B 
input connector that will trigger the counter. The MULTIPLIER switch position is multi- 
plied by the setting of the channel B TRIGGER VOLTS control to determine the exact volt- 
age amplitude of the input B signal that will trigger the counter. In operation, the 
MULTIPLIER switch is normally set as follows: 


INPUT VOLTS 


(RMS) SETTING (RMS) SETTING 


SWITCH INPUT VOLTS | SWITCH 


0.1 to 0.3 
0.3 tol 
1 to 3 
3 to 10 


‘3 30 to 100 


1 100 to 425 


4-1 29 Channel B MULTIPLIER switch (black). Selects attenuation factor for channel B input 
10 to 30 | 10 


signal. Switch position is selected by rotating the switch to the number (.1, .3, 1, 3, 
Da ada ran «ler a enone, eh Ria 4 oR Sate a teseiGn eS aia eon SI 


p-1 30 Channel C SLOPE switch. Selects either positive (+) or negative (-) slope of input B or 
C signal for triggering of channel C. Signal B is connected when the mode selector 
switch is set to the COM position, and signal C is selected when that switch is set to the 
SEP position. 


t-1 31 Channel B SLOPE switch. Selects either positive (+) or negative (-) slope of channel B 
input signal for triggering of counter to provide start and stop signals in period and 
frequency-ratio measurements and to provide start signals in time-interval (TIME B=eC) 
measurement. 


$-2 1 1 MC OUT connector. Supplies 1-mc signal to external equipment when POWER switch 
is set to STANDBY, TRACK, or STORE. 
1-2 2 PRINTER connector. Supplies signals representing the digital data output of the mea- 


surement including the decimal-point position in four-line binary-coded decimal form. 
Included in the output are control signals for the operation of printers, other data 
recorders, or control devices, and a reset inhibit line to prevent reset of the counter 
during data recording (see TM 14-66 45 -70¢ -2.5) 
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Figure !-2, Counter Rear Panel Controls and Connectors 


TABLE !-2 (Continued) 


Peet ae DESCRIPTION AND FUNCTION 


STD FREQ OR SCALE OUT connector. 

a. Supplies 0.1 cps, 1 cps, 10 cps, 100 cps, 1 kc, 10 kc, 100 kc, 1 mc, and 10 mc as 
set by STD FREQ OUT switch when FUNCTION switch is set to TIME B=-eC, MAN 
START, MAN STOP, or PERIOD BxM-1. 

. Supplies scaled frequencies of the signal applied to either the FREQ.A input con- 
nector, C AC input connector, C DC input connector, or converter INPUT connector, 
as selected by the SENSITIVITY switch. Scale factor is selected by the time base 
switch, and ranges from 10 to 108 in decade steps. 


1-2 ie Time base INPUT connector. Accepts 100-kc or 1-mc as time-base signal for counter 


fon 


when REF FREQ 100 KC OR 1 MC switch is set to EXT. 


5 REF FREQ 100 KC OR 1 MC switch. When set to INT, the 1-mc oscillator in the inter- 
nal radio frequency oscillator serves as the standard time base frequency for the counter. 
When set to EXT, a 100-kce or 1-mc signal applied to the time base INPUT connector 
serves as the standard frequency. 
eS POWER connector. Connects to ac power cable. 
1-2 7, Thumbscrews. Fasten radio frequency oscillator to counter. | 


t-@ T-1 
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1-5, OPERATING SUGGESTIONS FOR MEASURING 
FREQUENCY, FREQUENCY RATIO, FOR 
TOTALIZING, AND SCALING. 


These measurements can be performed by follow- 
ing one of three procedures. In the first set of pro- 
cedures (tables 1-5, te9, §-14, and 4+20) the input 
signal (numerator signal when frequency ratio is mea- 
sured) is connected to the FREQ. A input connector 
and switched to channel A. In the second procedure 
(tables {-6, 1-10, ¢-15, and /~21) the input signal is 
connected to the input C connector and switched to 
channel C. In the third procedure (tables 4-7, 3-11, 
I-16, {-17, (-18, and 1-22) input signal is connected 
to the converter INPUT connector and switched 
through the converter to channel A. The choice as to 
which procedure to follow depends on input signal 
characteristics such as repetition rate, pulse shape, 
and amplitude. The capabilities of the counter can 
best be utilized as follows: 

a. INPUT SIGNAL FREQUENCY BELOW 10 CPS. 
— Connect input signal to the C DC input connector 
and follow the instructions in table§~6, 4-10, or 
115. 

b. INPUT SIGNAL FREQUENCY BETWEEN 10 
€PS AND 1 MC. — When the input pulses are sym- 
metrical, connect input signal to the FREQ.A input 
connector, and follow the instructions in table &-5 
'-Ger (-14. When the input pulses are not symmet- 
rical, connect input signal to the applicable input C 
connector. and follow the instructions in table b~G, 
bHhS, 00 1-15 

c. INPUT SIGNAL BETWEEN 1 MC AND 35 MC. 
— Connect the input signal to the FREQ.A input con- 
nector, and follow the instructions in table t-5 i-%, 
or 1=/4, 

d. INPUT SIGNAL BETWEEN 35 MC AND 100 MC. 
— When the input signal amplitude is between 10 milli- 
volts and 100 millivolts, connect input signal to the 
converter INPUT connector, and follow the instruc- 
tions in table 4-7, {-s4, ¢~ 1 -/&, When the input 
signal amplitude is 100 millivolts or greater, connect 
input signal to the FREQ.A input connector, and fol- 
low the instructions in table f-§ 7-% on d-sy¥, 

e. INPUT SIGNAL BETWEEN 85 MC AND 500 MC 
(FREQUENCY MEASUREMENT ONLY). — Input sig- 
nals in this frequency range are applied to the con- 
verter INPUT connector and measured by the use of 
the heterodyne principle; i.e., the unknown input sig- 
nal frequency is beat with a known mixing frequency, 
and the resultant difference frequency is measured. 
The procedure for heterodyne frequency measurement 
is given in tables #--f7 aad /-/9, In addition to the 
desired difference frequency, heterodyning produces 
other, undesired frequencies. In some instances an 
undesired frequency may attain amplitudes sufficient 
to be registered by the counter, producing a seem- 
ingly valid readout. Unless the approximate input 
frequency is known, the validity of all readouts 
obtained by the heterodyne method must be tested. 

Signal levels which are indicated in the red zone 
of the LEVEL METER may possibly ie of a sufficient 
amplitude for a valid measurement. Such s‘gnals 
usually produce consistent readouts in position 100 or 
in two or three positions of the mixing frequency 
selector switch. Before rejecting a readout produced 
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by a signal which indicates in the red zone, test its 
validity. 

The validity of any readout is tested by comple- 
menting; i.e. , two measurements are performed on 
the same input frequency and the relationship 
between the two readouts is noted. In one: measure- 
ment, a mixing frequency is selected which is from 
5 mc to 60 mc below the frequency of the input signal. 
In the other measurement a mixing frequency is 
selected which is from 5 mc to 60 mc above the fre- 
quency of the input signal. The readouts of the two 
measurements are added and compared with the two 
mixing frequencies. If the sum of the two readouts 
is equal to the difference between the two mixing fre- 
quencies, the measurement is valid. The available 
mixing frequencies range from 100 mc to 500 mc in 
50-mc increments, and are selected by the mixing 
frequency selector switch. Depending on the input 
frequency, complement tests are performed one of 
two ways. Examples and procedures for complement 
tests are as follows: 

(1) Consistent readouts are obtained in three 
adjacent positions of the mixing frequency selector 
switch or in two positions which are 100 mc apart. 
Record the number displayed at the highest and low- 
est of the switch positions and add the two numbers. 
If the sum is equal to 100 mc, it is a valid measure- 
ment. The unknown frequency is the readout obtained 
in the lowest of the switch positions plus that switch 
position in mc. 

For example, assume that the lowest switch posi- 
tion is 200, and the readout in that position is 57. 8 
mc. Also assume that the highest switch position is 
300, and the readout in that position is 42.2 mc. The 
sum of 57.8 and 42. 2 is 100, and the unknown fre- 
quency is 57.8 mc plus 200 mc or 257. 8 mc. 

(2) Consistent readouts are obtained only in 
the 100 position of the mixing frequency selector 
switch. Record the readout in that position; then set 
the DIRECT/HETERODYNE switch to DIRECT, 
record the new readout, and add it to the first read- 
out. If the sum is equal to 100 mc, it is a valid mea- 
surement, and the unknown frequency is that obtained 
in the DIRECT position. 


6 TEST APPLICATIONS 


Examples of applications of the counter are as 
follows: 

a. FREQUENCY MEASUREMENT. — Applications 
are included in NAVSHIPS 900, 000.103, Electronics 
Installation and Maintenance Book Test Methods and 
Practices. 

b. PERIOD AND MULTIPLE PERIOD MEASURE- 
MENT. — Low-frequency input signals can be mea- 
sured with a high degree of accuracy. In frequency 
measurement, the inherent inaccuracy due to gating 
error is +1 count. Expressed as a percentage, this 
+1 count ambiguity may become an appreciable error. 
For example, when the frequency of a 10-cps input 
signal is measured with a 10-second gate time (long- 
est gate time available in the instrument), the inher- 
ent inaccuracy due to gating error is +1 percent. 
Measuring the period of the same 10-cps input signal, 
the inherent inaccuracy due to gating error can be 
reduced to +0. 0001 percent by selecting a 10-mc 
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clock frequency. When measuring multiple period, 
this error can be further reduced by factors of 10, 
100, 1,000, 10,000, and 100,000. Asa general rule, 
the dividing line between frequency measurement and 
period measurement is 1 kc; measure frequency 
when the input signal is above 1 kc, and measure per- 
iod when the input signal is below 1 kc. 

c. FREQUENCY-RATIO MEASUREMENT. — 

The counter can test and calibrate frequency multi- 
pliers and frequency dividers. For example, when 
calibrating a’ frequency multiplier with a known multi- 
plying factor, the input and output frequencies of the 
multiplier are applied to the counter, and their ratio 
is measured. The frequency multiplier is then 
adjusted for the proper readout. 

d. TIME INTERVAL MEASUREMENT. — To 
measure relay delay time, the coil-energizing voltage 
triggers the start channel; anda set of normally 
closed contacts, through a voltage source, triggers 
the stop channel. Delay time can be measured witha 
maximum resolution of 100 nanoseconds. 

e. TIME INTERVAL MEASUREMENT WITH AN 
EXTERNAL STANDARD. — This measurement applies 
when calibrating search radar equipment. Transmis- 
sions are made at a target placed at a known distance 
from the radar equipment. A clock frequency of 
approximately 16. 4 mc is connected to channel A of 
the counter. The transmitted pulse triggers the start 
channel of the counter, and the received echo triggers 
the stop channel. Distance is read in 100-yard 
increments. 

f. TOTALIZING. — All types of non-periodic 
pulses, such as those generated by a nuclear particle 
detector, can be counted. 

g. SCALING THE STANDARD FREQUENCY. — 
The scaled frequencies can be supplied to instruments 
and systems requiring precise time standard. 

h. SCALING THE INPUT FREQUENCY. — The 
low-frequency output signals can supplement the out- 
put of a vhf signal generator. For example, when 
the available signal generator covers the frequency 
range from 10 mc to 100 mc, its output is applied to 
channel A of the counter. Then, by use of the scale 
function, the frequency range is extended to cover any 
frequency from 1 cps to 100 mc. 


-7. OPERATING PROCEDURES. 


Procedures for turning on the counter, testing 
counter performance, performing the measurement 
functions, and obtaining the signal outputs are given 
in tables f-3' through /-24, Perform the procedure 
of table ¢-3 prior to any of the other procedures in 
those tables. 

All measurement and signal-output functions can 
be performed with the frequency converter and radio 
frequency oscillator installed. 

All functions except heterodyne frequency mea- 
surement, and direct frequency measurement to 
100 mc can be performed with the frequency con- 
verter removed. 

Totalizing and frequency-ratio measurements can 
be performed with the radio frequency oscillator 
removed. 

All functions except use of the 1 MC OUT connector 
can be performed when an external reference frequency 
standard is connected as described in paragraph )=9. 


§-10 


OPERATION 


/-8. CONNECTION OF FREQUENCY STANDARD. 


When the radio frequency oscillator is to be the 
reference frequency standard, set REF FREQ 100 
KC OR 1 MC switch on rear panel to INT. 

To connect an external 1 mc or 100 ke signal as 
the frequency standard, first set REF FREQ 100 KC 
OR 1 MC switch on the rear panel to EXT. Then, 
connect the 1 mc or 100 kc signal to the time base 
INPUT connector on the rear panel. 


TABLE #-% PROCEDURE FOR 
TURNING ON COUNTER 


ACTION 


Set POWER switch to STBY, and observe 
that POWER lamp is lit, and that OVEN 
lamp is lit (when radio frequency oscil- 
lator is installed). 


Allow at least five minutes for warm-up, 
except no warm-up time is required for 
totalizing, frequency-ratio measurement, 
or with an external reference frequency 
standard. 


Set POWER switch to TRACK. Numeral 
should be displayed on all eight digits of 
the display. 


TABLE {-4% PROCEDURE FOR SELF TEST ) 
ACTION _ 
Perform turn-on procedure described in 
table /-3 
Set SENSITIVITY switch to TEST. 
Set time base switch to 106 (CPs). 


Rotate DISPLAY control to MIN, and set 
POWER switch to STORE. 


Set FUNCTION switch to FREQ. 


Rotate time base switch counterclockwise, 
one position at a time, and observe digital 
display. Displays should be as ‘shown be- 
low, +1 count. 


TIME BASE 
SWITCH POSITION DISPLAY 
00000010. MC 
0000010. 0 MC 
000010. 00 MC 
00010000. KC 
0010000. 0 KC 
010000. 00 KC 
10000. 000 KC 
0000. 0000 KC 
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TABLE {~5, PROCEDURE FOR FREQUENCY 
MEASUREMENT, WITH THE INPUT SIGNAL 
APPLIED TO CHANNEL A 


Perform turn-on procedure described in 
table #3, 


Set DISPLAY control for desired display 
time. 


Set SENSITIVITY switch to 100 V. 


Set time base switch to GATE TIME 
(SEC-1)—104. 


Set FUNCTION switch to FREQ. 


Connect input signal to the FREQ.A input 
connector. 


Press RESET switch and observe digital 
display. If display remains at zero or 
readout is erratic (evidence of weak input 
signal), turn SENSITIVITY switch counter- 
clockwise to the first position at which 
consistent readouts are displayed, 


If display is desired to remain constant 
except when measurement result changes, 
set POWER switch to STORE. 


Numerical display is the frequency of the 
input signal in kc with the decimal point 
position as indicated. To obtain a readout 
in mc, set time base switch to a more 
clockwise GATE TIME (SEC7™!) position. 
To obtain higher resolutions (up to 0. 1 cps) 
set time base switch to a more counter- 
clockwise position. 


TABLE !-6 PROCEDURE FOR FREQUENCY 
MEASUREMENT, WITH THE INPUT SIGNAL 
APPLIED TO CHANNEL C 


Note 


Follow this procedure only when the input sig- 
nal does not exceed 1 mc. 


STEP ACTION 


Perform turn-on procedure described in 
table j -3, 


Set DISPLAY control for desired display 
time. 


Set SENSITIVITY switch to FREQ.C. 
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ACTION 


Set time base switch to GATE TIME 
(SEC~1)-104, 


Set FUNCTION switch to FREQ. 
Set C MULTIPLIER switch to 100. 
Set C TRIGGER VOLTS control to 0. 


Connect input signal to the applicable 
input C connector. 


Press RESET switch. 


Turn C TRIGGER VOLTS control slowly 
in both directions, and, if necessary, 
change setting of C SLOPE switch, until 
consistent readouts are displayed. If 
display stays at zero or readout is erratic 
(evidence of weak input signal), turn C 
MULTIPLIER switch clockwise to the 
first position at which consistent readouts 
are displayed. 


If display is desired to remain constant 
except when measurement result changes, 
set POWER switch to STORE. 


Numerical display is the frequency of the 
input signal in kc, with the decimal point 
position as indicated. To obtain a read- 
out in mc, set time base switch to a more 
clockwise GATE TIME (SEC-1) position. 
To obtain higher resolutions (up to 0. 1 
cps) set time base switch to a more coun- 
terclockwise position. 


TABLE !-7, PROCEDURE FOR DIRECT FRE- 


QUENCY MEASUREMENT, WITH THE 


INPUT SIGNAL APPLIED TO THE 
CONVERTER INPUT CHANNEL 


Note 


Follow this procedure only when the input sig- 
nal frequency falls between 35 mc and 100 mc, 


| STEP 


& w 


ACTION 


Perform turn-on procedure described in 
table /-3. 


Set SENSITIVITY switch to PLUG-IN. 
Set FUNCTION switch to FREQ. 


Set time base switch to GATE TIME 
(SEC-1)-108, 
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[sre | sem 

5 Set DISPLAY control for desired display Set B MULTIPLIER switch to 100. 

time. 
Connect input signal to the applicable 

6 Set both converter attenuator switches to input B connector. 
the right (10 V MAX position). 

Turn B MULTIPLIER switch clockwise 

7 Set DIRECT-HETERODYNE switch to until GATE lamp cycles on and off. 
DIRECT. Adjust B TRIGGER VOLTS control until 

consistent readouts are displayed. To 

8 Connect input signal to the converter obtain this, it may be necessary to change 
INPUT connector. the setting of the B SLOPE switch. 

9 Observe LEVEL METER. If it reads in If display is desired to remain constant 
the green zone, proceed to step 12. except when measurement result changes, 
Otherwise, proceed to step 10, set POWER switch to STORE. 

10 Set upper attenuator switch to the left Numerical display is one period of the 
(2.0 V MAX position) and observe LEVEL input signal in microseconds, witha 
METER. If it reads in the green zone, resolution of 0.1 microsecond. To 
proceed to step 12. Otherwise, proceed obtain a readout in milliseconds or sec- 
to step 11. onds, or if overflow occurs, set time 

base switch to a more counterclockwise 

11 Set lower attenuator switch to the left CLOCK FREQ (CPS) position. 

(0.3 V MAX position) and observe LEVEL 

METER. [If it reads in the green zone, For greater measurement accuracy, set 

proceed to step 12. If it does not read in the FUNCTION switch toa more clock- 

the green zone, input level is too low for wise position (up to 105), and measure 

a valid measurement. the average of 10, 102, 103, 104, or 105 
periods of the input signal. The accuracy 

12 If display is desired to remain constant of the period measurement increases in 
except when measurement result changes, proportion to the period multiplier (M). 
set POWER switch to STORE. Automatic decimal-point positioning com- 

pensates for the period multiplier, so 

13 Observe digital display. Frequency is that the numerical display always repre- 


read directly in mc, with a resolution of 
1 mc. To obtain readings with a higher 
resolution, set time base switch toa 
more counterclockwise position (up to 1). 


sents a single period. 


TABLE !-9. PROCEDURE FOR MEASURING 
FREQUENCY RATIO, WITH NUMERATOR 
SIGNAL APPLIED:TO CHANNEL A 
TABLE /-8, PROCEDURE FOR 
MEASURING PERIOD 


STEP ACTION 
1 


ACTION 


Perform turn-on procedure described in 


1 Perform turn-on procedure described in table 4-3 

table 4-3 2 Set time base switch to (A/B)x M- 108, 
2 Set FUNCTION switch to PERIOD Bx M~-1. 3 Set DISPLAY control for desired display 
3 | Set time base switch to CLOCK FREQ nue: 

(CPS)- 107. 4 | Set FUNCTION switch to MULTIPLIER- 1. 
4 Set DISPLAY control for desired display 5 Set SENSITIVITY switch to 100 V. 


time. 


5 | Set B TRIGGER VOLTS control to 0. Oy eee SeGER: OUTS control toy: 
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STEP ACTION 


Set B MULTIPLIER switch to 100. 


Connect input signal with the higher fre- 
quency to the FREQ.A input connector. 


Connect input signal with the lower fre- 
quency to the applicable input B connector. 


Observe GATE lamp. If it goes on and 
off in a continuous cycle, proceed to 
step 13. Otherwise, proceed to step 12. 


Adjust B TRIGGER VOLTS control and/or 
set B MULTIPLIER switch to the first 
clockwise position at which the GATE 
lamp cycles on and off. 


Press RESET switch and observe digital 
display. If display remains at zero, or 

if repeated readouts are not consistent, 
turn SENSITIVITY switch to the first 
counterclockwise position at which consis- 
tent readouts are displayed. 


Note 


An alternate method for adjusting the input A 
and B controls (steps 11 and 12) is to perform 
the procedures of tables 3-5 and 3-6 and then 
perform all steps of table 3-7 except steps 5 
thru 12. 


If display is desired to remain constant 
except when measurement result changes, 
set POWER switch to STORE. 


The numerical display is the ratio of 
input A signal frequency to the input B 
signal frequency, with a resolution of 
0.1. To obtain higher resolution, turn 
FUNCTION switch to a more clockwise 
position (10, 102, 103, 104, or 10°). 


TABLE /-/6... PROCEDURE FOR MEASURING 
FREQUENCY RATIO, WITH NUMERATOR 
SIGNAL APPLIED TO CHANNEL C 


Note 


Follow this procedure only when the numerator 
signal does not exceed 1 mc. 


4 ACTION 


1 Perform turn-on procedure described in 
table #-3, 


2 Set time base switch to (A/B)x M108, 
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TABLE !~¢¢ (Continued) 


STEP ACTION 


14 


15 
16 


17 


18 


Set DISPLAY control for desired display 
time. 


Set FUNCTION switch to MULTIPLIER-1. 
Set SENSITIVITY switch to FREQ. C. 

Set B TRIGGER VOLTS control to 0. 

Set B MULTIPLIER switch to 100. 

Set C TRIGGER VOLTS control to 0. 

Set C MULTIPLIER switch to 100. 

Set mode selector switch to SEP. 


Connect input signal with the higher fre- 
quency to the applicable input C connector. 


Connect input signal with the lower fre- 
quency to the applicable input B connector. 


Observe GATE lamp. If it goes on and 
off in a continuous cycle, proceed to step 
15. Otherwise, proceed to step 14. 


Turn B TRIGGER VOLTS control slowly 
in both directions, and, if necessary, 
change setting of BSLOPE switch, until 
GATE lamp goes on and off in a continuous 
cycle. If GATE lamp does not go on, or 
cycles erratically (evidence of weak input 
B signal), turn E MULTIPLIER switch 
clockwise to the first position at which the 


GATE lamp goes on and off in a continu- 


ous cycle. 
Press RESET switch. 


Turn C TRIGGER VOLTS control slowly 
in both directions, and, if necessary, 
change setting of C SLOPE switch until 
consistent readouts are displayed. If dis- 
play stays at zero, or if readout is 
erratic (evidence of weak input C signal), 
turn C MULTIPLIER switch to the first 
position at which consistent readouts are 
displayed. 


If display is desired to remain constant, 
except when measurement result changes, 
set POWER switch to STORE. 


Numerical display is the ratio of the input 
C signal frequency to the input B signal 
frequency, with a resolution of 0.1. To 
obtain higher resolutions, turn FUNCTION 
switch to a more clockwise position (10, 
102, 103, 104, or 105). 
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TABLE /-f{4 PROCEDURE FOR MEASURING 
FREQUENCY RATIO, WITH NUMERATOR 
SIGNAL APPLIED TO THE 
CONVERTER CHANNEL 


Note 


Follow this procedure only when the numerator 
frequency falls between 35 mc and 100 mc. 


STEP ACTION | 


1 Perform turn-on procedure described in 
table 4-3, 


2 | Set time base switch to (A/B)xM-108 


3 Set DISPLAY control for desired display 
time. 


4 Set FUNCTION switch to MULTIPLIER-1. 
5 Set SENSITIVITY switch to PLUG-IN. 


6 Set both converter attenuator switches to 
the right (10 V MAX position). Set 
DIRECT-HETERODYNE switch to DIRECT. 


7 Set B MULTIPLIER switch to 100. 
8 Set B TRIGGER VOLTS control to 0. 


9 Connect input signal with the higher fre- 
quency to the converter INPUT connector. 


10 Connect input signal with the lower fre- 
quency to the applicable input B connector. 


11 Observe GATE lamp. -If it goes on and off 
‘in a continuous cycle, proceed to step 13. 
Otherwise, proceed to step 12. 


12 Turn B TRIGGER VOLTS control slowly in 
both directions, and, if necessary, change 
setting of B SLOPE switch, until GATE 
lamp goes on and off in a continuous cycle. 
If GATE lamp does not go on, or cycles 
erratically (evidence of weak input B sig- 
nal), turn B MULTIPLIER switch clock- 
wise to the first position at which GATE 
lamp goes on and off in a continuous cycle. 


13 Observe LEVEL METER. If it reads in 
the green zone, proceed to step 16. 
Otherwise, proceed to step 14. . 


14 Set upper attenuator switch to the left 
(2.0 V MAX position) and observe LEVEL 
METER. If it reads in the green zone, 
proceed to step 16. Otherwise, proceed 
to step 15. 


15 Set lower attenuator switch to the left 
(0.3 V MAX position) and observe LEVEL 
| METER. [If it reads in the green zone, 
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STEP | ACTION 


15 proceed to step 16. If it does not read in 
(cont) | the green zone, input level is too low for 
a valid measurement. 


16 If display is desired to remain constant 
except when measurement result changes, 
set POWER switch to STORE. 


17 Numerical display is the ratio of the input 
signal frequency connected to the con- 
verter INPUT connector to the frequency 
of input B signal, with a resolution of 0.1. 
To obtain higher resolution, turn FUNC- 
TION switch to a more clockwise position 
(10, 102, 103, 104, or 105). 


TABLE /-/2 PROCEDURE FOR MEASURING 
TIME INTERVAL 


ACTION 


Perform turn-on procedure described in 
table ¢-3, 


Set FUNCTION switch to TIME B=®C. 


Set time base switch to CLOCK FREQ 
(CPS)-107, 


Set DISPLAY control for desired display 
time. 


Set B and C MULTIPLIER switches to 100. 


If time interval is measured between two 
input signals: connect start input. signal 
to the applicable B connector; stop input 
signal to the applicable C connector; and 
set mode selector switch to SEP. If time 
interval is measured between two points 
on the same waveform: connect input sig- 
nal to the applicable B connector, and set 
mode selector switch to COM. 


Set B SLOPE switch for the required 
waveform slope on which start trigger 
point is to be positioned. 


Set B MULTIPLIER switch and B TRIG- 
GER VOLTS control so that the product 
of their settings equals the amplitude and 
polarity at which start of time interval is 
to occur and so that the GATE lamp is 

illuminated. 


Set C SLOPE switch for the required 
waveform slope on which stop trigger 
point is to be positioned. 
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Set C MULTIPLIER switch and C TRIG- 
GER VOLTS control so that the product 
of their settings equals the amplitude and 
polarity at which end of time interval is 
to occur and so that the GATE lamp is 
periodically extinguished and consistent 
readouts are displayed. If readouts are 
inconsistent, perform steps 8 and 10 until 
consistent readouts are obtained at the 
voltage levels equal to the desired start 
and stop signals. 


Note 


Steps 8 and 10 are applicable when desired 
trigger points are known. If trigger points 
are unknown, initially set the B MULTI- 
PLIER and C MULTIPLIER switches to the 
100 positions. GATE lamp should cycle on 
and off. If not, adjust B MULTIPLIER switch 
and B TRIGGER VOLTS control until lamp 
lights and/or adjust C MULTIPLIER switch 
and C TRIGGER VOLTS control until lamp 
repeatedly goes off, and until repeated read- 
outs are consistent. Determine the trigger 
points by the product of the MULTIPLIER and 
TRIGGER VOLTS settings. 


11 If display is desired to remain constant 
except when measurement result changes, 
set POWER switch to STORE. 


12 Numerical display is the time interval in 
microseconds, with a resolution of 0.1 
microsecond. To obtain a readout in 
milliseconds or seconds, or if overflow 
occurs, set time base switch to a more 
counterclockwise CLOCK FREQ (CPS) 
position (up to 1). 


TABLE !-13. PROCEDURE FOR MEASURING 
TIME INTERVAL, WITH EXTERNAL CLOCK 


| STEP | ACTION 


Perform turn-on procedure described in 
table I-3, 


Set DISPLAY control for desired display 
time. 


Set SENSITIVITY switch to 100 V. 


Set time base switch to GATE TIME 
(SEC-1)—104. 


Set FUNCTION switch to FREQ. 
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ACTION 


Connect external clock input signal to the 
FREQ. A input connector. 


Press RESET switch and observe digital 
display. If display remains at zero or 
cycles erratically (evidence of weak input 
signal), turn SENSITIVITY switch coun- 
terclockwise to the first position at which 
consistent readouts are displayed. 


Set FUNCTION switch to TIME B=C. 
Set time base switch to 108. 
Set B and C MULTIPLIER switches to 100. 


If time interval is measured between two 
input signals: connect start input signal 
to the applicable B connector; stop input 
signal to the applicable C connector; and 
set mode selector switch to SEP. If time 
interval is measured between two points 
on the same waveform: connect input 
signal to the applicable B connector, and 
set mode selector switch to COM. 


Set B SLOPE switch for the required 
waveform slope on which start trigger 
point is to be positioned. 


Set B MULTIPLIER switch and B TRIG- 
GER VOLTS control so that the product 
of their settings equals the amplitude and 
polarity at which start of time interval is 
to occur and so that the GATE lamp is 
illuminated, 


Set C SLOPE switch for the required 
waveform slope on which stop trigger 
point is to be positioned. 


Set C MULTIPLIER switch and C TRIG- 
GER VOLTS control so that the product 
of their settings equals the amplitude and 
polarity at which end of time interval is 
to occur and so that the GATE lamp is 
periodically extinguished and consistent 
readouts are displayed. If readouts are 
inconsistent, perform steps 13 and 15 
until consistent readouts are obtained at 
the voltage levels equal to the desired 
start and stop signals. 


Note 


Steps 13 and 15 are applicable when desired 
trigger points are known. If trigger points 
are unknown, initially set the B MULTIPLIER 
and C MULTIPLIER switches to the 100 posi- 
tions. GATE lamp should cycle on and off. If 
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ACTION 


Note (cont) 


not, adjust B MULTIPLIER switch and B 
TRIGGER VOLTS control until lamp lights, 
and/or adjust C MULTIPLIER switch and C 
TRIGGER VOLTS control until lamp repeat- 
edly goes off, and until repeated readouts are 
consistent. Determine the trigger points by 
the product of the MULTIPLIER and TRIGGER 


VOLTS settings. 


If display is desired to remain constant 
| except when measurement result changes, 
set POWER switch to STORE. 


Numerical display is the number of cycles 
of the signal applied to the FREQ. A input 
connector that occur between the B and C 
input trigger points. 


TABLE !-/4% PROCEDURE FOR TOTALIZING, 
WITH THE INPUT SIGNAL APPLIED 
TO CHANNEL A 


ACTION 


Perform turn-on procedure described in 
table #-3 


Set SENSITIVITY switch to 100 V. 
Set DISPLAY control to o. 
Set time base switch to 108 


Set FUNCTION switch to MAN START, 
and note that GATE lamp goes on. 


Connect input signal to the FREQ. A input 
connector. 


Press RESET switch and observe digital 
display. If display advances numerically 
from zero, proceed to step9. If display 
remains at zero (evidence of weak input 
signal), proceed to step 8. 


Turn SENSITIVITY switch counterclock- 
wise, one position at a time; leave SENSI- 
TIVITY switch in the first position at 
which display advances numerically from 
zero in accordance with the number of 
input pulses. 


Press RESET switch. Totalizing starts 
automatically when RESET switch is 
released. Stop totalizing by setting 
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ACTION 


FUNCTION switch to MAN STOP. Note 
that GATE lamp goes off and the accumu- 
lated count is displayed. 


To start another totalizing measurement, 
first press RESET switch to erase the 
previous count, then set FUNCTION 
switch to MAN START. Results of two or 
more measurements may be added by not 
pressing the RESET switch. 


TABLE 7-(5, PROCEDURE FOR TOTALIZING, 
WITH THE INPUT SIGNAL APPLIED 


TO CHANNEL C 


Note 


Follow this procedure only when the input sig- 
nal does not exceed 1 mc. 


ACTION 


Perform turn-on procedure described in 
table /~3 


Set SENSITIVITY switch t) FREQ. C. 
Set DISPLAY control to oo. 

Set time base switch to 108. 

Set mode selector switch to COM. 


Set FUNCTION switch to MAN START, 
and note that GATE lamp goes on. 


Set C MULTIPLIER switch to 100. 
Set C TRIGGER VOLTS control to 0. 


Connect input signal to the applicable 
input C connector. 


Observe digital display. If display 
advances numerically in accordance with 
the number of input pulses, proceed to 
step 12. If display does not advance, pro- 
ceed to step 11. 


Turn C TRIGGER VOLTS control slowly 
in both directions, and, if necessary, 
change the setting of the C SLOPE switch, 
until display advances numerically in 
accordance with the number of input 
pulses. If display does not advance (evi- 
dence of weak input signal), turn C 
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ACTION 


MULTIPLIER switch clockwise to the 
first position at which the advance occurs. 


Press RESET switch. Totalizing starts 
automatically when RESET switch is 
released. Stop totalizing by setting 
FUNCTION switch to MAN STOP. Note 
that GATE lamp goes off and the accumu- 
lated count is displayed. 


Tq start another totalizing measurement, 
first press RESET switch to erase the 
previous count, then set FUNCTION 
switch to MAN START. Results of two or 
more measurements may be added by not 
pressing the RESET switch. 


TABLE }-f6, PROCEDURE FOR TOTALIZING, 
WITH THE INPUT SIGNAL APPLIED TO 
THE CONVERTER CHANNEL 
Note 


Follow this procedure only when the input fre- 
quency falls between 35 mc and 100 mc. ' 


STEP ACTION 


1 Perform turn-on procedure described in 
table J+3 


2 Set SENSITIVITY switch to PLUG-IN. 
3 Set DISPLAY control to oo. 
4 Set time base switch to 108. 


5 Set FUNCTION switch to MAN START, 
and note that GATE lamp goes on. 


6 Set both converter attenuator switches to 
the right (10 V MAX position). 


7 Set DIRECT-HETERODYNE switch to 
DIRECT. 


8 Connect input signal to the converter 
INPUT connector. 


9 Observe LEVEL METER. If it reads in 
the green zone, proceed to step 12. 
Otherwise, proceed to step 10. 


10 Set upper attenuator switch to the left’ 
(2.0 V MAX position) and observe LEVEL 
METER. If it reads in the green zone, 
proceed to step 12. Otherwise, proceed 
to step 11. 
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TABLE #-26 (Continued) 


STEP ACTION 


Set lower attenuator switch to the left 

(0. 3 V MAX position) and observe LEVEL 
METER. If it reads in the green zone, 
proceed to step 12. If it does not read in 
green zone, input level is too low for a 
valid measurement. 


Press RESET switch. Totalizing starts 
automatically when RESET switch is 
released. Stop totalizing by setting 


FUNCTION switch to MAN STOP. Note 
that GATE lamp goes off and the accu- 
mulated count is displayed. 


To start another totalizing measurement, 
first press RESET switch to erase the 
previous count, then set FUNCTION 
switch to MAN START. Results of two 
or more measurements may be added by 
not pressing the RESET switch. 


TABLE ¢#-47 PROCEDURE FOR HETERODYNE 
FREQUENCY MEASUREMENT (85 MC TO 
500 MC) WHEN APPROXIMATE INPUT 
FREQUENCY IS KNOWN 


STEP ACTION 


Perform turn-on procedure described in 
table 1-3 


Set SENSITIVITY switch to PLUG-IN. 
Set FUNCTION switch to FREQ. 


Set time base switch to GATE TIME 
(SEC-1)-108, 


Set DISPLAY control for desired display 
time. 


Set both converter attenuator switches to 
the right (10 V MAX position), 


Set DIRECT-HETERODYNE switch to 
HETERODYNE. 


Connect input signal to the converter 
INPUT connector. 


Set mixing frequency selector switch to 
any applicable position as indicated 
below: 
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TABLE é ~/@. PROCEDURE FOR HETERODYNE 
FREQUENCY MEASUREMENT (85 MC TO 
500 MC) WHEN APPROXIMATE INPUT 


TABLE t- 17 (Continued) 


ACTION 


9 UNKNOWN 
(cont) FREQUENCY 
IS MIXING 
IF INPUT SET MIXING FREQUENCY 
FREQUENCY FREQUENCY SELECTOR 
IN MC IS SELECTOR SWITCH 
BETWEEN SWITCH TO — POSITION IN MC 


85-95 100 - digital display 

90-145 150 - digital display 
105-160 100 + digital display 
140-195 200 - digital display 
155-210 150 + digital display 
190-245 250 - digital display 
205-260 200 + digital display 
240-295 300 - digital display 
255-310 250 + digital display 
290-345 350 - digital display 
305-360 300 + digital display 
340-395 400 - digital display 
355-410 350 + digital display 
390-445 450 - digital display 
405-460 400 + digital display 
440-495 500 - digital display 
455-500 450 + digital display 


Observe LEVEL METER. If it reads in 
the green zone, proceed to step 14. 
Otherwise, proceed to step 11. 


10 


Set upper attenuator switch to the left (2.0 
V MAX position) and observe LEVEL 
METER. If it reads in the green zone, 
proceed to step 14. Otherwise, proceed 
to step 12. 


Set lower attenuator switch to the left (0.3 
V MAX position) and observe LEVEL 
METER. [If it reads in the green zone, 
proceed to step 14. If it reads in the red 
zone, proceed to step 13. 


Observe digital display. If readout is 
zero or erratic, input signal level is too 
low for a valid measurement. If display 
is a consistent number, test its validity 
by complementing, as described in para- 
graph 3-5e. 


Observe digital display. Determine un- 
known frequency as described in step 9. 


If display is to remain constant except 
when the measurement result changes, 
set POWER switch to STORE. 


To obtain increased resolution, turn time 
base switch counterclockwise (up to 1). 
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FREQUENCY IS UNKNOWN 


ACTION 


Perform turn-on procedure described in 
table /~-3, 
Set SENSITIVITY switch to PLUG-IN. 


Set FUNCTION switch to FREQ. 


Set time base switch to GATE TIME 
(SEC-1)-106, 


Set DISPLAY control for desired display 
time. 


Set both converter attenuator switches to 
the right (10 V MAX position). 


Set DIRECT-HETERODYNE switch to 
HETERODYNE. 


Connect input signal to the converter 
INPUT connector. 


Starting at 100, turn mixing frequency 
selector switch clockwise, one position 
ata time, and observe LEVEL METER 

in each position. If LEVEL METER reads 
in the green zone in at least one switch 
position, proceed to step 12. Otherwise, 
proceed to step 10. 


Set upper attenuator switch to the left (2.0 
V MAX position) and repeat the procedure 
of step9. If LEVEL METER reads in the 
green zone in at least one switch position, 
proceed to step 12. Otherwise, proceed 
to step 11. 


Set lower attenuator switch to the left (0.3 
V MAX position) and repeat the procedure 
of step 9. If LEVEL METER reads in the 
green zone in at least one switch position, 
proceed to step 12. If LEVEL METER 
reads in the red zone in all switch posi- 
tions and: 


a. Readouts are zero or erratic. 
Input signal level is too low for a 
valid measurement. 


Readouts are consistent in switch 
position 100 or in two or three 
switch positions. Test the validity 
of the measurement by comple- 
menting, as described in para- 
graph )-Se 
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TABLE ¢ -!8. (Continued) 
ACTION 


Observe digital display in each mixing 
frequency selector switch position where 
LEVEL METER reads in the green zone. 
Interpret readout as follows: 


SWITCH POSITIONS 
AT WHICH LEVEL 
METER READS IN 
THE GREEN ZONE 


UNKNOWN 
FREQUENCY IS 


100 only. 100 mc - digital display. 
100 and 150 only and 


(1) display at 100 100 mc + digital display 
plus display at at 100. 
150 equals 50 mc. 


(2) display at 150 100 mc - digital display 
minus display at at 100. 
100 equals 50 mc. 


150 only. 150 mc - digital display. 


100 and 200 only. 100 mc + digital display 


at 100. 


100, 150, and 200 100 mc + digital display 
only. at 100. 


Any three adjacent Lowest position in mc + 
positions only. digital display at that 
position. 


450 only. 450 mc + digital display. 


More than three The reading in the non- 

positions, of which adjacent position is not 

three are adjacent. valid. The readings in 
the three adjacent posi- 
tions are valid, and are 
interpreted as in "f". 


If display is desired to remain constant 
except when measurement result changes, 
set POWER switch to STORE. 


To obtain increased resolution, turn time 
base switch counterclockwise (up to 1). 


TABLE é/§, PROCEDURE FOR OBTAINING 
STANDARD FREQUENCIES 


ACTION 


Perform turn-on procedure described in 
table #-3 


2 | Set FUNCTION switch to TIME B-©C, 
MAN START, MANSTOP, or 
PERIOD BxM-1. 
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1-78 
TABLE J-/& (Continued) 
ACTION 


Set STD FREQ OUT switch to obtain the 
desired output frequency as follows: 


STD FREQ OUT OUTPUT 
SWITCH POSITION FREQUENCY 
1071 0.1 cps 
1 1 cps 

10 10 cps 
102 100 cps 
10° 1 ke 
10° 10 ke 
10° 100 ke 
106 1 mc 
107 10 mc 


Obtain standard frequencies at the rear- 
panel STD FREQ OR SCALE OUT connector 
across a 50-ohm load. 


TABLE ¢-2¢e. PROCEDURE FOR SCALING, WITH 
THE INPUT SIGNAL APPLIED TO CHANNEL A 


ACTION 


Perform turn-on procedure described in 
table 4-3, 


2 | Set SENSITIVITY switch to 100 V. 
3 Set FUNCTION switch to SCALE A. 


4 | Set time base aan ae geared SCALER 
RATIO (10, 102, 105, 10°, 107), 
The position of ie Ce ‘determines the 
factor by which the frequency of the input 
signal will be divided. 


5 | Connect signal to be scaled to the FREQ. A 
connector. 


6 | Press RESET switch, and observe digital 
display. If display remains at zero, turn 
SENSITIVITY switch to the first counter- 
clockwise position at which display changes 
from zero and the count advances at the 
frequency of the input signal. 


7 | Obtain scaled output. signal at the rear- 
panel STD FREQ OR SCALE OUT 
connector. 
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TABLE !-2¢. PROCEDURE FOR SCALING, WITH 
THE INPUT SIGNAL APPLIED TO CHANNEL C 
Note 


Follow this procedure only when the input sig- 
nal frequency does not exceed 1 mc. 


STEP ACTION 


Perform turn-on procedure procedure 
described in table 4-3, 


Set SENSITIVITY switch to FREQ. C. 


Set FUNCTION switch to SCALE A. 


Set time base switch for desired SCALER 
RATIO (10, 102, 103, 104, 10°, 106, 10%). 
The position of the switch determines the 
factor by which the frequency of the input 
signal will be divided. 


Set C TRIGGER VOLTS CONTROL to 0. 
Set C MULTIPLIER switch to 100. 


Connect signal to be scaled to the appli- 
cable input C connector. 


Press RESET switch. 


Turn C TRIGGER VOLTS control slowly 
in both directions, and, if necessary, 
change setting of C SLOPE switch, until 
display advances numerically at the fre- 
quency of the input signal. If display does 
not advance (evidence of weak input sig- 
nal), turn C MULTIPLIER switch to the 
first position at which readout advances 
numerically in a continuous cycle. 


Obtain scaled output signal at the rear- 
panel STD FREQ OR SCALE OUT 
connector. 


TABLE ?=%% PROCEDURE FOR SCALING, WITH 
THE INPUT SIGNAL APPLIED TO 
THE CONVERTER CHANNEL 


Note 


Follow this procedure only when the input sig- 
nal frequency falls between 35 mc and 100 mc. 


STEP ACTION 
1 Perform turn-on procedure described in 
table §-3. 


2 Set SENSITIVITY switch to PLUG-IN. 


3 Set FUNCTION switch to SCALE A. 


OPERATION 
TABLE #42 (Continued) 
ACTION 


Set both converter attenuator switches to 
the right (10 V MAX position). 


Set DIRECT-HETERODYNE switch to 
DIRECT. 


Set time base switch for desired SCALER 
RATIO (10, 102, 103, 104, 10°, 10°, 107), 
The position of the switch determines the 
factor by which the frequency of the input 
signal will be divided. 


Connect signal to be scaled to the converter 
INPUT connector. 


Observe LEVEL METER. [If it reads in 
the green zone, proceed to step 11. Other- 
wise, proceed to step 9. 


Set upper attenuator switch to the left (2.0 
V MAX position) and observe LEVEL 
METER. [If it reads in the green zone, 
proceed to step 11. Otherwise, proceed 
to step 10. 


Set lower attenuator switch to the left (0.3 
V MAX position) and observe LEVEL 
METER. If it reads in the green zone, 
proceed to step 11. If it does not read in 
the green zone, input level is too low for a 
valid measurement. 


Obtain scalea output signal at the rear- 
panel STD FREQ OR SCALE OUT 
connector. 


TABLE J-23 PROCEDURE FOR OBTAINING 


STANDARD 1-MC OUTPUT SIGNAL 


ACTION 


Set POWER switch to STBY, TRACK or 
STORE, and allow a 5-minute warm-up. 


Obtain standard 1-mc output signal at the 
rear panel 1 MC OUT connector on the 
radio frequency oscillator. 


TABLE 1-24 PROCEDURE FOR TURNING 


COUNTER OFF 
ACTION 


Remove all external connections from the 
counter. 


If the counter is temporarily not in use, but 
it is necessary to leave it turned on for 
instant service, set POWER switch to 
STBY. Otherwise, press and hold PUSH 
button, and set POWER switch to OFF. 
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#-3. OPERATOR'S MAINTENANCE. 


Maintenance by operating personnel is limited to 
cleaning the air filter and replacing fuses. The 
location of defective components within the instru- 
ment often requires technical skill and use of trouble- 
shooting techniques. In many cases a calibration 
adjustment is required when a component is replaced. 
Therefore, only a qualified technician should attempt 
trouble shooting within the instrument. 


4-10 OPERATING CHECKS AND ADJUSTMENTS. 


The test function of the counter serves to check 
the operation of the majority of the circuits within 
the instrument. The procedure in paragraph 3-4 
should be used in performing this check. The indica- 
tions shown in table 3-4 should appear on the readout 
as the time base switch is rotated. The instrument 
is malfunctioning if the indications in table 3-4 are 
not obtained. 

Adjustments to the counter other than normal 
operating adjustments should not be made by the 
operator. 


ORIGINAL 


NAVSHIPS 0969-028-4020 
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I-9 


i-lf, PREVENTIVE MAINTENANCE. 


The air filter installed over the air intake on the 
rear panel prevents dust and cirt from entering the 
counter. The filter must be cleaned periodically so 
as not to restrict air flow into the instrument. For 
the cleaning procedure, see Tmu-¢6a5-70¢-45 The fan 
motor is lubricated for life and should not require 
any preventive maintenance. 


t-12. EMERGENCY MAINTENANCE. 


Emergency maintenance procedures are limited 
to replacing the power supply fuses. Both fuses are 
located on the interface panel behind the electronic 
frequency converter. Should fuse replacement be- 
come necessary, loosen the converter thumbscrew 
and pull the converter out of the counter. Replace- 
ment fuses are located in clips adjacent to the fuse 
nolders on the counter bracket exposed by removal 
of the converter. Both fuses are identical 3-ampere 
plug-in types. Be sure to install a new spare fuse in 
the clip after the fuse is removed for replacement. 
See figure 5-36 for fuse location. 


Jedd - t-22. 
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SECTION 2 


PREVENTIVE MAINTENANCE INSTRUCTIONS 


2-1. Scope of Maintenance 


The maintenance duties assigned to the operator of the equipment 
are: 


a. Daily preventive maintenance checks and services (para 2-4). 


b. Cleaning (para 2-5). 


2-2. Preventive Maintenance 


Preventive maintenance is the systematic care, servicing, and 
inspection of equipment to prevent the occurrence of trouble, to 
reduce downtime, and to assure that the equipment is serviceable. 


a. Systematic Care. The procedures given in paragraph 2-5 
cover routine systematic care and cleaning essential to proper upkeep 
and operation of the AN/USM-207. 


b. Preventive Maintenance Checks and Services. The preventive 
maintenance checks and services chart (para 2-4) outlines functions 
to be performed daily. These checks and services are to maintain 
Army electronic equipment in a combat-serviceable condition; that is, 
in good general (physical) condition and in good operating condition. 
To assist operators in maintaining combat serviceability, the chart 
indicates what to check, how to check, and the normal conditions; 
the References column lists the illustrations, paragraphs, or 
manuals that contain detailed repair or replacement procedures. If 
the defect cannot be remedied by performing the corrective action 
indicated, higher category maintenance or repair is required. Records 
and reports of these checks and services must be made in accordance 
with the requirements set forth in TM 38-750. 


2-3. Operator's Preventive Maintenance Checks and Services Periods 


Operator preventive maintenance checks and services of the 
equipment are required daily. Paragraph 2-4 specifies the checks and 
services that must be accomplished daily (or at least once each week 
if the equipment is maintained in standby condition). 


2-4. Operator's Daily Preventive Maintenance Checks and Services Chart 


Sequence 
No. Item to be inspected Procedure Reference 
1 Completeness eeccccccccce See that the equipment is complete None. 
(appx B). 
2 Exterior surfaces cecceee Clean the exterior surfaces, None. 
including the panel (para 2-5). 
Check the meter glass for cracks. 
3 Connectors esccccccccccces Check the tightness of all None. 
connectors... 
4 Controls and While making the operating checks None. 
indicators. (item 5), observe that the 
mechanical action of each switch 
es and control is smooth and free of 
5 external or internal binding, and 
that there is no excessive loose~ 
ness. 
5 Operation cecoecccvcceves During operation, be alert for any None. 


unusual performance or condition. 


2-5. Cleaning 


Inspect the exterior of Digital Readout Electronic Counter 
AN/USM-207. The exterior surfaces mst be free of dust, grease, 
and fungus. 


ge Ramove dust and loose dirt with a clean cloth. 

Warning: Cleaning compound is flammable and its fumes are toxic. 
Provide adequate ventilation. DO NOT use near a flame. Avoid 
contact with the skin; wash off any that spills on your hands. 


be Remove grease, fungus, and ground-in dirt from the case and 
cover of the test set. Use a cloth dampened (not wet) with Cleaning 
Compound (FSN 7930-395-9542). 


S- Remove dust or dirt from plugs and jacks with a brush. 
g- Clean the front panel and control knobs with a soft, clean 


cloth. If dirt is difficult to remove, dampen the cloth with water; 
use mild soap if necessary. 
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APPENDIX A 


REFERENCES 


Following is a list of references that are available to the 


operator of Digital Readout, Electronic Counter AN/USM-207. 


DA Pam 310-4 Index of Technical Manuals, Technical 
Bulletins, Supply Manuals (Types 7, 
8, and 9), Supply Bulletins, 
Lubrication Orders, and Modification 
Work Orders. 


™ 38-750 Army Equipment Record Procedures. 


APPENDIX B 


BASIC ISSUE ITEMS LIST 


Section I. INTRODUCTION 

B-1. General 

This appendix lists items for Counter, Electronic, Digital 
Readout AN/USM-207, the component items comprising it, and the 
items which accompany it, or are required for installation, 
operation, or operator's maintenance. 
B-2. Explanation of Columns 

An explanation of the columns in section II is given below. 

a Source, Maintenance, and Recoverability Codes (Column 1). 

(1) Source code, column la. The selection status and 


source for the listed item is noted here. The source 
code used is: 


Code Explanation 
5 Applies to repair parts which are 


stocked in or supplied from the 
GSA/ DSA, or Army supply system, 
and authorized for use at 
indicated maintenance categories. 


(2) Maintenance code, column lb. The lowest category of 
maintenance authorized to install the listed item is 
noted here. The maintenance code used is as follows: 


Code Explanation 
Q Organizational maintenance 


(3) Recoverability code, column le. The information in this 
column indicates whether unserviceable items should be 
returned for recovery or salvage. Recoverability codes 
and their explanations are as follows: 


Note: When there is no code indicated in the 
recoverability column, the part will be considered expendable. 


Code Explanation 


R applies to repair parts and 
assemblies that are economically 
repairable at DSU and GSU 
activities and are normally 
furnished by supply on an exchange 
basis. 


b. Federal Stock Number, Column 2. The Federal stock number 
for the item is indicated in this column. 


c. Description, Column 3. The Federal item name, a five digit 


manufacturer's code and part number are included in this column. 


The unit used as a basis of issue 


d. Unit of Issue, Column 4. 

(e.g. ea, pr, ft, yd, etc) is noted in this column. 
e. Quantity Incorporated in Unit Pack, Column 5. Not used. 
f. Quantity incorporated in Unit, Column 6. The total quantity 


of the item used in the equipment is given in this column. 


&- Quantity Authorized, Column 7. The total quantity of an item 


required to be on hand and necessary for the operation and maintenance 
of the equipment is given in this column. 


h. Illustration, Column 8. 
(1) Figure number, column 8a. Not used. 
(2) Item or symbol number, column 8b. The call out number 


used to reference the item in the illustration appears 
in this column. 


B-3. Federal Supply Codes 


This paragraph lists the Federal supply code with the associated 
manufacturer's name. 


Code Manufacturer 
02979 Computer Measurements Co., 


Division of Pacific 
Industries Inc. 


81349 Military Specifications 


BIIL 
ESC-FM 2720 -66 


g 
g 
s 
g 


(2) 
FEDERAL 
STOCK 


NUMBER 


SOURCE CD 
MAINT.CD 
REC, CODE 


6625-911-6368 


ORD THRU AGC 


P 5935-149-3914 
P 5935-149-3534 
P 5935-683-7892 
P 5935-807-3895 
P 6625-930-9643 


P 6625-948-0182 
P 6625-954-1941 
P 6625-954-1964 
P 5920-777-6473 


SECTION II. BASIC ISSUE ITEMS LIST 


(3) 
DESCRIPTION 


COUNTER, EIECTRONIC, DIGITAL READOUT 
AN/USM-207 


TECHNICAL MANUAL TM 11-6625-700-10 

NOTE: For technical manuals the quantity 
indicates the maximum number of copies authorized 
for packing with the equipment. Where a number 
of these equipments are concentrated in a small 
area, the quantity on hand may be reduced to 
practical levels. Excess publications must be 
returned to publication centers through AG channels. 
ADAPTER, CONNECTOR: 81349; UG-255/U 
ADAPTER, CONNECTOR: 81349; UG-273/U 
ADAPTER, CONNECTOR: 81349; UG-274B/U 
ADAPTER, CONNECTOR: 81349; UG1035/U 
CABLE ASSEMBLY, POWER, ELECTRICAL: 02979; MP1330065 
CABLE ASSEMBLY, RADIOFREQUENCY: 02979; MP1330068 
CABLE ASSEMBLY, RADIOFREQUENCY: 02979; MP1330070 
CABLE ASSEMBLY, RADIOFREQUENCY: 02979; MP135003 
CONVERTER, FREQUENCY, ELECTRONIC: CV-1921/USM-207 
COUNTER, ELECTRONIC, DIGITAL READOUT: CP-814/USM-207 
COVER, COUNTER CW-801/USM-207 


FUSE, CARTRIDGE: 81349; MS5324191-08 


ui 
La 
ZW 
=) 
i 
(eo) 


ea 


ea 


(7) (8) 


ILLUSTRATIONS 


(B) 
ITEM OR 
SYMBOL NUMBER 


FIGURE 
NUMBER 


10 


10 AlF1, AlF2 


= 
= 


MAINT.CD 


P 


6210-978-4533 
6210-978-2546 
62h0-892-4420 
6625-954-1980 


5920-777-6473 


5935-149-3914 
5935-149-3534 
5935-683-7892 
5935-807-3895 


6625-930-9643 


BASIC ISSUE ITEMS LIST 


(3) 
DESCRIPTION 


AN/USM-207 (continued) 

LAMP, GLOW: 81349; MS25446-3 
LAMP, GLOW: 81349; MS25446-6 
LAMP, GLOW: 81349; MS25252-NE2D 


OSCILLATOR, RADIOFREQUENCY 0-1267/USM-207 


ACCESSORIES, TOOLS AND TEST EQUIPMENT 


EXTENDER, PRINTED CIRCUIT BOARD: 029793 
MPO6-515L2 


EXTRACTOR, PRINTED CIRCUIT BOARD: 02979; MP1250587 


NOTE: The following items and their quantities are 
mounted, in or on equipment listed, for storage 


purposes. 


COUNTER, ELECTRONIC, DIGITAL READOUT 
CP-814/USM-207 


FUSE, CARTRIDGE: 2 
COVER, COUNTER CW-801/USM-207 
ADAPTER, CONNECTOR: 2 
ADAPTER, CONNECTOR: 2 
ADAPTER, CONNECTOR: 2 
ADAPTER, CONNECTOR: 2 
CABLE ASSEMBLY, POWER, ELECTRICAL: 1 


CABLE ASSEMBLY, RADIOFREQUENCY 1 


UNIT 
OF ISSUE 


ea 


(8) 
ILLUSTRATIONS 


(8) 
ITEM OR 


SYMBOL NUMBER 


El 


BASIC ISSUE ITEMS LIST 


(3) 
DESCRIPTION 


8 
& 


REC, CODE 
OF ISSUE 


AN/USM-207 (continued) 


CABLE ASSEMBLY, RADIOFREQUENCY : 2 
CABLE ASSEMBLY, RADIOFREQUENCY : 1 
EXTENDER, PRINTED CIRCUIT BOARD: 1 


EXTRACTOR, PRINTED CIRCUIT BOARD: 1 


(8) 


ILLUSTRATIONS 


FIGURE 


NUMBER 


(B) 
ITEM OR 
SYMBOL NUMBER 
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